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Certificate of Analysis

Product Information

Identification: Various
Description: 12.88 mS/cm at 25C Conductivity Solution
Batch Number: 24H12-01
Expiration Date: Aug 2026 (unopened)

Measurement 12.88 mS/cm @ 15.1°C

Acceptance Range 12.88 mS/cm ± 1%

Results Pass

Method of Standardization

A mV instrument (HORIBA WQ330) with a sensor calibrated to NIST traceable KCl
standard: Lot number VC0L, Expiry 20-7-2025, was used for checking the solution
value. The reading was automatically compensated to 25°C
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